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Spectroscopicopticalcoherencetomography(spectroscopicOCT)isanechographic-likeopticalmethodforbiomedicalfunctional
imaging. Current spectroscopic optical coherence tomography (OCT) methods rely on a posteriori numerical calculation. We
present an alternative for optically accessing the spectroscopic information in OCT, that is, without postprocessing, by using a
grating-based correlation and a wavelength demultiplexing system. Spectrally resolved A-scan is directly recorded on the image
sensor. Due to the grating-based system, no correlation scan is necessary. The signal is registered in the wavelength-depth plane on
a 2D camera that provides a large number of resolved points. In the frame of this paper, we present the principle of the system as
well as demonstration results. Advantages and drawback of this system compared to others are discussed.
Copyright © 2008 L. Froehly et al. This is an open access article distributed under the Creative Commons Attribution License,
which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.
1. INTRODUCTION
For a decade optical coherence tomography (OCT) shows
a growing interest in the ﬁeld of biomedical imaging. Main
reasons are the nondestructive character of these meth-
ods, the image resolution down to micrometer scale either
in depth or in plane, and also the possibility to make in
vivo, nondestructive optical biopsies. Commercial systems
are available in the frame of ophthalmology (Zeiss, Optovue,
OTI, Topcon, etc.) [1].
T h e r ea r eq u i t eal o to fd i ﬀerent conﬁgurations to get
those optical echographic images [2]. For a few years the
need of new contrast agents has grown with the use of OCT
as a help in medical diagnosis. Then new functionalities in
OCT systems have been investigated. They are mainly as fol-
lows:
(i) polarization OCT imaging [3] accesses tissues proper-
ties (structural organization),
(ii) spectroscopic OCT [4] accesses in vivo local tissue (or
cell) absorption that informs on cell metabolism or
molecule disorders,
(iii) CARS-OCT [5] accesses tissues spectral features in the
rangeofRamanspectrum(moleculesvibrationalspec-
tra).
Existing spectroscopic OCT systems are mainly based
on postnumerical processing of OCT signals acquired in
the time domain or in the frequency domain. Works have
recently been performed which demonstrate optically pro-
cessed spectroscopic OCT images [4, 6] in the frame of clas-
sical time domain OCT using wavelength demultiplexing.
This paper presents an alternative system which accesses
optically the spectrally resolved tomographical information
in depth. The presented system is a hybrid system in the
depth-wavelength plane. It does not require any moving part
nor numeric signal processing. Then the spectrotomogram
acquisitionrateisthedetectorframeratesincethesignalpro-
cessing is realized optically.
We demonstrate that this kind of system allows TD-OCT
withoutmovingpart.Thiscapabilitywasalreadyreportedby
Haugerbyusing a “Young-like” correlation system[9].How-
ever, in Hauger’s scheme, the scan depth capacity is necessar-
ily restricted due to the number of pixels required for resolv-
ing fringe patterns. In our case, the use of a diﬀraction grat-
ing as temporal correlator enhances the measurement range
achievable with a given number of pixels. The inherent prin-
ciple is similar to the one that has been ﬁrst introduced in
1957 for spectroscopy [10]. This method was adapted more
recently to numerous tomographic devices [11–16].2 International Journal of Biomedical Imaging
In this paper, we describe completely the working princi-
ple of the proposed system. Experimental results validate the
system principle and are compared successfully with simula-
tions. The present system speciﬁcations are given while there
are subject to signiﬁcant improvements by optimizing the
diﬀerent elements. Finally, advantages and drawbacks of this
new approach are discussed with respect to existing spectro-
scopic OCT systems.
2. SYSTEM PRINCIPLE
2.1. Experimentalsetup
Theexperimentalsetupusediscomposedofthreemainparts
as depicted in Figure 1. Firstly, the sample information is en-
coded via a Linnik interferometer. The latter is illuminated
with a supercontinuum of light issued from a microstruc-
tured optical ﬁber pumped by a Q-switched Nd-YAG laser
[17]. The supercontinuum has a full spectral range from
350nm up to 1700nm. However, in experiments reported
here, the eﬀective bandwidth is of 100nm centered around
550nm. This reduction that could be less restrictive results
in practicefromthelimited size ofcomponents ofthe output
spectroscope described below. The average power incident
onto the sample is about 500μW. Since this low coherence
light source has a transversally single-mode emission, the
sample is illuminated only along the axial point spread func-
tion of the microscope objective used. Therefore, the OCT
information ﬁnally obtained with depth-wavelength resolu-
tion corresponds also to this sample volume.
Secondly,thelightbeamsissuedfromtheLinnikinterfer-
ometer are directed toward a second interferometer. In this
Mach-Zehnder-like interferometer the output beam-splitter
is replaced by a transmission diﬀraction grating disposed in
the perpendicular direction. Because of the incident angles
of the two beams, the transverse direction of the diﬀraction
grating introduces a time-delay varying linearly between the
recombined beams. The sample depth is thus encoded across
the grating that forms a time correlation axis. A key prop-
erty of that conﬁguration is to reduce signiﬁcantly the car-
rier frequency of the interference fringes. This eﬀect can be
explained by the change of the average propagating direction
oftheinterferingwavefrontsafterdiﬀractioninthe−1or der .
The third part of the setup is primarily an imaging sys-
tem that forms the image of the diﬀraction grating on a two-
dimensional CCD image sensor (8 bits, 1024 × 768 pixels,
frame rate 29 Hz). Then the lines of the CCD camera encode
the depth of the sample and an A-scan is obtained without
scanning along the image lines. Since light incident on the
diﬀraction grating is issued from the same sample line, the
diﬀerent lines of the recorded image carry the same depth
information. In a ﬁrst step, we do not consider the cylindri-
cal lens and the prism that concern spectroscopic displaying
as discussed below.
The cascade of the two interferometers should result
in autocorrelation. In practice, interfering beams are cross-
polarized in both interferometers thanks to polarization
multiplexing (quarter and half waveplates represented in
Figure 1). Thus we perform intercorrelation instead of au-
tocorrelation.
Complementary elements are necessary for obtaining
spectrally resolved tomograms. These optical elements are
the prism (P) and the cylindrical lens (CL) that aﬀect the
light propagation only along the vertical direction, that is,
perpendicularly to the plane of Figure 1. Then the output
imaging system becomes a spectroscope as it is clearly visi-
ble on Figure 2, which represents a side view of the output
imaging system. Thus the vertical direction of the CCD cam-
era becomes a spectral axis. In this spectroscopic conﬁgura-
tion, each image line is associated to a particular wavelength
and is illuminated by a restricted bandwidth. The width of
the latter determines the spectral resolution that is easily
tunedthroughtheposition ofthecylindricallens(oritsfocal
length). In this way, each image line provides a band-limited
A-scan and the whole image forms a spectrotomogram.
2.2. Theoreticalanalysisofrecordedsignals
Let us again consider the output imaging system without
the spectroscopic elements for describing temporal correla-
tion using a diﬀraction grating. The principle is depicted in
Figure 3. The lens L1 images the grating plane on the CCD
detector plane D. Then we have OA /OA = γ ≈ θd/θ
 
d in the
case of small angle approximation where γ is the magniﬁca-
tion factor. This assumption is valid in our experiment since
the size of the detector is much smaller than the distances of
the magniﬁcation system (ratio 1/100).
Two temporal signals r(t)a n ds(t) with the same polar-
ization state are incident onto the grating (R)w i t ho p p o -
site angles θi and −θi. r(t)a n ds(t)h a v ec o m p l e xs p e c t r u m
given by  R(ν)a n d S(ν), respectively, where  R(ν)a n d S(ν)a r e
Fourier transforms of r(t)a n ds(t).  R(ν)a n d S(ν)c a nb e
expressed with their complex form  R(ν) = R(ν)ej·ϕR(ν) and
 S(ν) = S(ν)ej·ϕS(ν). The moduli of these spectra are directly
accessible in the spectral plane of the spectrometer which is
physically in the back focal plane of the lens L1.
Light at wavelength λi coming from r(t)a n ds(t), respec-
tively, focuses in the spectral plane on two points that are
symmetrical with respect to the optical axis. Then they pro-
duce in the detector plane D a classical two-wave interfer-
ence pattern of period λi/(2·sinθ
 
d) = Tf,w h e r eθ
 
d is the
diﬀraction angle at wavelength λi. This conﬁguration is simi-
lar to Young’s experiment with the important diﬀerence that
the position of the secondary sources is dependent on the
wavelength because of the diﬀraction law. Each wavelength
λi leads to its own fringe pattern and all these patterns are
summed in intensity because of the noncoherence of fringe
patterns obtained with diﬀerent wavelengths. The resulting
pattern is the sum over the eﬀective spectral bandwidth of
those individual “Young-like” fringe patterns. This eﬀective
bandwidth depends on the detector spectral bandwidth, on
the size of the lens L1, and on the grating dispersion power.
In the following analysis, we assume that the frequency
of a speciﬁc fringe pattern does not exhibit any nonlinearity
(planewaveapproximation).TheupperdescriptioncanthenL. Froehly et al. 3
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Figure 1:Setupforopticalspectrotomography:M:mirrors;BS:polarizingbeam-splittercube;QW:quarterwaveplate;HW:half-waveplate;
L: spherical lens; CL: cylindrical lens; PL: supercontinuum light source; D: CCD detector; G: transmission diﬀraction grating 528gr/mm; P:
removable direct vision prism; O: microscope objectives (4×magniﬁcation); S: sample.
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Figure 2: Side view of the spectroscopic output imaging system: G:
diﬀraction grating; CL: cylindrical lens; L: spherical lens; P: prism;
D: detector.
be written as follows to access the signal C(z) in plane D:
C(z) = I0 +

ν
 S(ν)· R(ν)·e(−j((4πν/c)sinθ 
d)·z)dν
+

ν
 R(ν)· S(ν)·e(+j((4πν/c)sinθ 
d)·z)dν
(1)
where()denotesheretheconjugateofthecomplexspectrum
of the ﬁelds whereas in previous section this notation was
denoting the algebraic measure. The grating relation is
sinθd −sinθi =−
λ
Λ
(2)
fortheminusonediﬀractionorderwhereΛisthegratingpe-
riodicity. Relations (1), (2) together with the magniﬁcation
relation lead to the following formulation of C(z):
C(z) = I0 +2 Re

ν
 R(ν) S(ν)e−j2π((2z/γc)sinθi)νej(4πz/γΛ)dν

,
(3)
where z is the horizontal coordinate on the CCD camera
lines, I0 the background intensity, and Re designs the real
part. The grating eﬀect appears in the term ej(4πz/γΛ) that in-
troduces the fringe frequency shift (the reference beam  R(ν)
i sa s s u m e dt ob er e a lw h i l e S(ν)c a nb ee i t h e rr e a lo rc o m -
plexdependingontheopticalsampleproperties).Thespatial
frequency of correlation fringes is drastically reduced to be-
come compatible with the modulation transfer function of a
CCD sensor. This “moir´ e-like” eﬀect is of particular interest
in terms of detection because the carrier frequency could be
tuned independently on the envelope (by changing the beam
incidence angle onto grating): we then have a two scale sys-
tem where the carrier has a usual phase change sensitivity of
2π per wavelength of optical path change whereas the enve-
lope remains roughly unchanged with a path length change
sensitivity of the order of the source coherence length.
Equation (3) shows clearly the correlation operation be-
tween the temporal ﬁelds realized by the system. The tempo-
ralvariableisspatiallydisplayedthroughthevariablechange.
The introduction of the cylindrical lens and of the direct
vision prism can be taken into account easily. Because of the
spectroscopic device, each line of the detector receives a lim-
ited bandwidth of light that can be expressed through the
spectroscope frequency response  F(x,ν). Then, the correla-
tion signal depends on the vertical coordinate on the camera
and becomes
C(z,x)
= I0 +2 Re

ν
 F(x,ν) R(ν) S(ν)e−j2π((2z/γc)sinθi)νej(4πz/γΛ)dν

.
(4)
3. EXPERIMENTAL RESULTS
Figure 4 shows a comparison between experimental
(Figure 4(a)) and theoretical (Figure 4(b))s p e c t r o t o m o -
graphic signals in the case of a single reﬂection on a mirror
used as a sample (therefore, a single correlation peak is
visible). The hyperboloid aspect of these fringe patterns
results from grating-based correlation. For the wavelength of
550nm, the diﬀracted beams are parallel to the optical axis
and the fringe period of the resulting interference pattern is
inﬁnite. For other wavelengths, the fringe period increases
progressively as the wavelength wanders away from this
central wavelength. The shape of this fringe pattern demon-
strates clearly the capability of a grating-based correlator4 International Journal of Biomedical Imaging
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Figure 3: Parameters for correlator working principle.
to reduce drastically the fringe number,while keeping an
important inspection depth. The fringe frequency is no
more deﬁned by the incident angles θi but by the diﬀracted
angle viewed by the imaging lens L1 θ
 
d. Therefore, the
pixel number of the camera can be much smaller than
that normally given by the Nyquist-Shannon criterion with
interference angle θi. In our case, the 1024 horizontal pixels
of the CCD camera are able to encode an inspected depth
larger than 1mm.This could not be achieved without grating
as in the case of Hauger et al. [9].
Figure 4showsalsothetradeoﬀbetweenspatialandspec-
tral resolution as known in spectroscopic OCT [18]a n d
given by the Fourier relationship δν × δt = 1. The width of
the correlation trace is about 300μm in the ﬁgure and results
from a 1nm spectral resolution. With the proposed setup,
a continuous set of band-limited A-scans is recorded simul-
taneously as presented in Figure 4. The interest of such an
optically generated spectroscopic decomposition of A-scans
is illustrated in Figure 5 that was obtained on a home-made
sample. This sample is composed of two microscope cover-
slips sandwiching by capillarity a 2% Gifrer Eosine solution.
Figure 5(a)isthetomographicsignalobtainedwiththissam-
ple without spectral resolution (no wavelength demultiplex-
ing, e.g., without prism and cylindrical lens). Four interfaces
arevisible(shownwithblacknumberedarrows)correspond-
ing to the four diopters (air-glass, glass-solution, solution-
glass, and glass-air). From this recording, we access to the
optical thickness of both the coverslips and the eosine solu-
tion.
Afterinsertionoftheprism(P)andofthecylindricallens
(CL) we obtain the spectrotomogram of Figure 5(b) pro-
viding depth-resolved spectroscopic information simultane-
ously to tomographic information. The vertical axis corre-
sponds to wavelengths and the speciﬁc absorption of the eo-
sine solution is clearly visible. The last two diopters are only
visible for a fraction of the spectrum, for example, outside
the eosine absorption band. The spectral band correspond-
ing to the upper part of the ﬁgure is absorbed by the eosine
solution and diopters placed behind are not detected. Such
a spectrotomogram reveals the spectral behavior of the in-
spectedmediumandtheabsorptionbandobservedismatch-
ing that found in the literature [21] (maximum absorption
at 520nm for a PH solution of 4). The wavelength calibra-
tion was performed by using 3 interference ﬁlters (519nm,
549nm, 580nm) and by taking into account the quadratic
spatial dispersion of the prism.
The depth resolution of our system is classically given by
the coherence length of the light source viewed by the de-
tector: lc ∝ λ2/Δλ. We use a 100nm bandwidth centered on
550nm.Thisbandwidthshouldresultsinafulldepthresolu-
tion of 3μm. It is clearly visible on Figure 5(a) that this reso-
lution is rather 15μm which is wider than the expected 3μm
one (in fact 6μm as we realize a correlation operation what
involves a widening of the signal envelope). By looking care-
fully at Figure 5(a), this diﬀerence is mainly explained by the
residual dispersion of the system that is visible in the fringe
period variation of the correlation peaks.
In the case of Figure 5(b), the depth resolution (at
550nm) is about 25μm and this results in a spectral resolu-
tionof12nm.Theproposedsystemenablesasimple,contin-
uous, and versatile tunability of the spectral (e.g., axial) res-
olution by adjusting the position of the dispersive elements.
The lateral spatial resolution is classically given by the objec-
tive used and has been measured to be about 20μm (US Air
Force Pattern).
4. DISCUSSION
4.1. Systemperformances
At this stage of system development, signal-to-noise ratio
(SNR) or sensitivity measurements are not representative of
the ultimate method capabilities since detection elements are
not optimized yet. Indeed we use very standard components
a n dw eh a v en o ty e ti m p l e m e n t e da n yh e t e r o d y n ed e t e c t i o n .
We have nevertheless perform a measurement of the min-
imum reﬂected power we are able to detect from the sam-
ple: Pmin = 4 0 n W ,f o rar e f e r e n c es i g n a lw i t hap o w e ro f
Pref = 600nW.
However, one may notice already the following points.
Our detection scheme diﬀers from TD-OCT ones while
reconstructed A-scans are quite similar. On the one hand,L. Froehly et al. 5
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Figure 4: Experimental (a) and simulated (b) spectrotomograms.
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Figure 5:ExperimentalOCTsignalsobtainedonaneosinesolutionlayersandwichedbycapillaritybetweentwomicroscopecoverslides.(a)
Classical “A-scan” obtained with our system (without scanning), (b) instantaneous spectrotomographic signal with visible depth-resolved
spectral absorption of the eosine layer.
no scanning is required so that the integration time on the
detector can be much longer and then produces an increase
of the SNR. On the other hand, dynamics and noise per-
formances of image sensors are usually worse than those of
photodiodes or PMTs. Finally, our detection is closer to FD-
OCTonessinceeachA-scaninformationiscontainedonone
CCDline.AfundamentaldiﬀerencewithFD-OCTisthatthe
signal contrast (fringe contrast of the channeled spectrum)
couldbequitehighinFD-OCTeveninacaseofseveralinter-
faces. Our system suﬀers the same drawback than TD-OCT:
when the number of interfaces to resolve increases the con-
trastoftheinterferencepatterndecreases,whatalsoleadstoa
decreasing of the SNR. This is due to the the sum in intensity
of monochromatic interference patterns which results in a
strong DC part. To improve the SNR of our system as well as
to remove this DC part which lower the detection dynamic,
a CMOS detector with on-pixel signal processing capability
will be used. This detector, called smart pixel detector array
(SPDA), has already proven to be eﬃcient in parallel TD-
OCT [19]. We are currently working on the adaptation of
this system to our grating-based correlation device.
4.2. Numericalversusopticalprocessing
Numerically processed spectroscopic OCT has already
proven to be quite eﬃcient for accessing depth resolved in-
formation[20]in“real-time.”Soonecouldaskifthemethod
proposed in the frame of this paper does present any interest
in some cases.6 International Journal of Biomedical Imaging
Let us ﬁrst consider the speed argument: the real time
capability of numerically processed spectroscopic OCT de-
pendsonprocessorspeed.Indeedthecomputationtimenec-
essary to process a digital Fourier transform and extract
its modulus and phase determines the speed of such sys-
tems. Computation capabilities are known to improve con-
tinuously year after year. As an example in 2004 a cur-
rent 2.4GHz Pentium IV processor would have calculated
a fast Fourier transform (FFT) of a 1024 point array in
20milliseconds (withmodulus and phaseextracted).In2007
a nI n t e lC o r e2a t2 . 3 3G H zw i l ld ot h es a m ec o m p u t a t i o n
in only 2milliseconds. Then there is a speed gain of 10 in 3
years. A classical image acquisition board in 2004 proposed a
sample rate of 5Msample/s; what allowed a 1024 point ar-
ray acquisition in only 200microseconds (a gain of a fac-
tor of 100 with respect to the FFT computation time). In
2007, this sample rate has also increased and is now about
50Msample/s. The gain is then about the same than for FFT
computation time. This means that the same technological
progress, that provides us with ever-increasing computation
speeds, also permits increased data acquisition rates. Then
it is clear that computation time remains the bottle neck of
methods based on numeric processing of A-scans. In this
context, the development of an all-optical method is obvi-
ously of scientiﬁc interest.
The second argument is the number of resolved points
in the wavelength-depth space. In the case of our system,
the number of resolved points is directly related to the total
number of pixels of the two-dimensional detector. To access
the same resolution in TD-OCT, a much higher number of
acquired points will be required, which will slow down the
acquisition rate. It is even worth in FD-OCT as the Fourier
transform of the spectrum gives rise to three terms: an auto-
correlation term, the temporal term of interest, and its com-
plex conjugate. This means that the depth resolution is at
least divided by a factor of two.
Let us take an example: in time domain OCT the best de-
lay line could reach a depth range of 3mm at a repetition
rate of 2kHz [22]. If we consider a coherence length of the
light source of 1μm (quite current in high-resolution OCT)
this means that the number of points to be resolved is about
3000. According to Nyquist-Shannon criteria, at least 12000
points have to be acquired at a central wavelength of 1μm
(24000 at 0.5μm). At a repetition rate of 2kHz, this means a
sample rate of at least 24Msample/s (resp., 48Msample/s).
Thisspeedcouldbeachievedwithcurrentacquisitionboards
but we clearly see a strong dependence of the system perfor-
mance on the acquisition rate of the acquisition boards.
The case of spectroscopic Fourier domain OCT is even
worth since the number of eﬀective pixels is at least divided
by two because of the Fourier transform operation (if the au-
tocorrelation term has been removed by phase shifting tech-
nique). This means that for such an acquisition, a linear de-
tector with 24000 to 48000 pixels would be needed. The case
of swept source OCT is about the same. Indeed the need of
FFT is the same than for Fourier domain OCT so that the
number of acquisition points is also the same. This means
that 24000 to 48000 acquired points would also be necessary.
Toacquiresuchanumberofpointsat50Msample/sassumes
a wavelength sweeping repetition rate of 1kHz. This has
been recently achieved (up to 370kHz) with new swept laser
sources [23]. But the remaining problem is the FFT com-
putation time which is of the order of 20milliseconds (for
50000 points to be acquired) and that slows down the spec-
trally resolved A-scan rate to 50Hz. If we now consider our
system, taking into account the same Nyquist-Shannon cri-
teria, 256 × 192 = 49152 points are accessed with a standard
CCD of 1024 × 768. This amount is larger than that needed
in this example. Indeed a region of interest of 512 ×512 pix-
els would be suﬃcient what would beneﬁt to the frame rate
which could reach easily 200Hz with quite classical array de-
tectors. Then the system proposed in this paper is potentially
able to acquire spectroscopically resolved A scans at a fre-
quencyof200Hzwithadepthrangeof3mmandafullspec-
tral bandwidth of 400nm. The resolution in either spaces
(depth or wavelength) is only limited by the fundamental
Fourier-Heisenberg tradeoﬀ and not by the optical system it-
self. These considerations demonstrate the scientiﬁc interest
of studying such an all-optical solution for optical coherence
spectrotomography.
4.3. Dispersioncompensation
In OCT the sample dispersion is normally balanced by
adding a cell with a medium of optical properties (refractive
index, optical depth) similar to the ones of the sample un-
der test in the reference arm of the interferometer. This “rule
of thumb” is still valid while the sample-induced dispersion
does not widen the coherence length for more than approxi-
mately 4 times the coherence length of the source. When this
is no more true a residual depth-dependant dispersion can-
not be balanced with this classical technique. Then the reso-
lution as well as the signal-to-noise ratio is suﬀering for this
residual dispersion. The system that we proposed is able to
compensate for this linear depth-dependant dispersion. The
principle is to use high-order (> 1) dispersion properties of
diﬀraction gratings in a way very similar to what is already
known and used in pulse stretching and compression. This
aspect is beyond the scope of this paper and will be devel-
oped and demonstrated in a forthcoming publication.
5. CONCLUSION
We have presented a new system which allows the simulta-
neous and instantaneous display of a tomographical infor-
mation resolved over continuous spectral channels. This sys-
tem does not need any moving part to obtain the spectrally
resolved A-scan neither than any numerical processing. The
system beneﬁts from a number of depth-wavelength resolved
points which is only determined by the total number of pix-
els of the array detector. Experimental proof of principle has
been given and compared successfully to results expected
from theoretical developments. The inspection of a home-
made absorbing sample demonstrates the ability of our all-
optical systemtorenderthe in-depth spectralbehaviorofthe
inspected medium.
A discussion has been proposed to evaluate advantages
and drawbacks of our system. Further steps of our worksL. Froehly et al. 7
will be to implement a heterodyne detection using a smart
pixel detector array based on CMOS technology. This should
improve the SNR of our system as well as the sensitivity as
the DC part will be removed. Heterodyne detection is widely
known to increase by several orders of magnitude perfor-
mances of detection systems. Another interesting speciﬁcity
will also be studied in detail: the capacity to compensate for
dispersion with a linear depth-dependant law introduced by
a tilt of the correlation grating. This point is indeed of prime
importance when speaking about depth resolution of the or-
der of a few μm together with penetration depths into tis-
sues up to the mm range. All these studies are an encourag-
ing scientiﬁc basis for developing a system sensitive enough
toscreenwavelengthabsorptioninsidebiologicaltissuesona
wide spectral band. This could be applied, we think, for early
detection of metabolic disorders inside biological tissues. In-
deed spectroscopic analysis is a valuable contrast agent to
give information about speciﬁc absorption of cancerous tis-
sues especially irrigated with deoxygenated blood at an early
stage of their development. This added to the inherent capa-
bility of OCT to image inside tissues will allow the simulta-
neous dimensioning of the lesion depth extension.
ACKNOWLEDGMENTS
The authors acknowledge the French ANR for funding
this work (ANR-05-JCJC-0187-01) as well as their partners
Leukos innovative solution and XLIM Institute in Limo-
ges which provide them with compact supercontinuum light
sources.
REFERENCES
[ 1 ]J .M .M u r a t e t ,“ O p t i c a lc o h e r e n c et o m o g r a p h y ,i m a g e r i e
et ophtalmologie,” http://www.oct-ophtalmo.fr/index.html,
2007.
[2] A. F. Fercher, W. Drexler, C. K. Hitzenberger, and T. Lasser,
“Optical coherence tomography-principles and applications,”
R eportsonP r ogr essinPh ysics,vol.66,no.2,pp.239–303,2003.
[3] M. R. Hee, D. Huang, E. A. Swanson, and J. G. Fujimoto,
“Polarization-sensitive low-coherence reﬂectometer for bire-
fringence characterization and ranging,” Journal of the Optical
Society of America B, vol. 9, no. 6, pp. 903–908, 1992.
[4] W. Watanabe and K. Itoh, “Coherence spectrotomography:
optical spectroscopic tomography with low-coherence inter-
ferometry,” Optical Review, vol. 7, no. 5, pp. 406–414, 2000.
[5] C. Vinegoni, J. Bredfeldt, D. Marks, and S. Boppart, “Non-
linear optical contrast enhancement for optical coherence to-
mography,” Optics Express, vol. 12, pp. 331–341, 2004.
[6] M. Laubscher, S. Bourquin, L. Froehly, B. Karamata, and T.
Lasser,“Spectroscopicopticalcoherencetomographybasedon
wavelength de-multiplexing and smart pixel array detection,”
Optics Communications, vol. 237, no. 4-6, pp. 275–283, 2004.
[ 7 ]R .A .L e i t g e b ,C .K .H i t z e n b e r g e r ,a n dA .F .F e r c h e r ,“ P e r f o r -
mance of Fourier domain vs. time domain optical coherence
tomography,” Optics Express, vol. 11, no. 8, pp. 889–894, 2003.
[8] M. Laubscher, L. Froehly, B. Karamata, R. P. Salath´ e, and
T. Lasser, “Self-referenced method for optical path diﬀerence
calibration in low-coherence interferometry,” Optics Letters,
vol. 28, no. 24, pp. 2476–2478, 2003.
[9] C. Hauger, M. Worz, and T. Hellmuth, “Interferometer for op-
tical coherence tomography,” Applied Optics, vol. 42, no. 19,
pp. 3896–3902, 2003.
[10] P. Connes, “Un nouveau type de spectrom` etre:
L’interferom` etre ` ar ´ eseaux,” Journal of Modern Optics,
vol. 4, pp. 136–144, 1957.
[11] I. Zeylikovich and R. R. Alfano, “Ultrafast correlation interfer-
ometric imaging through a moving scattering medium,” Op-
tics Communications, vol. 135, no. 4–6, pp. 217–222, 1997.
[12] I. Verrier, G. Brun, A. Barthelemy, C. Froehly, and J. P.
Goure, “Measurements of mode propagation time in multi-
mode ﬁbers using a real time interferometric amplitude cor-
relator,” Journal of Optical Communications,v o l .1 3 ,n o .4 ,p p .
134–139, 1992.
[13] I. Verrier, G. Brun, and J. P. Goure, “SISAM interferometer for
distance measurements,” Applied Optics, vol. 36, no. 25, pp.
6225–6230, 1997.
[14] K. Ben Houcine, G. Brun, I. Verrier, L. Froehly, and C. Veil-
las, “High-resolution optical correlation imaging in a scatter-
ing medium,” Optics Letters, vol. 26, no. 24, pp. 1969–1971,
2001.
[15] K.BenHoucine,M.Jacquot,I.Verrier,G.Brun,andC.Veillas,
“Imaging through a scattering medium with an interferential
spectrometer by selection of an amplitude modulation corre-
lator,” Optics Letters, vol. 29, no. 24, pp. 2908–2910, 2004.
[16] P. Koch, V. Hellemanns, and G. H¨ uttmann, “Linear optical
coherence tomography system with extended measurement
range,” Optics Letters, vol. 31, no. 19, pp. 2882–2884, 2006.
[17] V. Tombelaine, C. Lesvigne, P. Leproux, et al., “Ultra wide
band supercontinuum generation in air-silica holey ﬁbers
by SHG-induced modulation instabilities,” Optics Express,
vol. 13, no. 19, pp. 7399–7404, 2005.
[18] C. Xu, F. Kamalabadi, and S. A. Boppart, “Comparative per-
formanceanalysisoftime-frequencydistributionsforspectro-
scopic optical coherence tomography,” Applied Optics, vol. 44,
no. 10, pp. 1813–1822, 2005.
[19] M. Laubscher, M. Ducros, B. Karamata, T. Lasser, and R.
Salathe, “Video-rate three-dimensional optical coherence to-
mography,” Optics Express, vol. 10, no. 9, pp. 429–435, 2002.
[20] C. Xu, C. Vinegoni, T. S. Ralston, W. Luo, W. Tan, and S.
A.Boppart,“Spectroscopicspectral-domainopticalcoherence
microscopy,” Optics Letters, vol. 31, no. 8, pp. 1079–1081,
2006.
[21] A. T. Luca, ´ Etude des interfaces liquides par g´ en´ eration de
deuxi` eme harmonique, 1583, Ph.D. thesis, Ecole Polytechnique
Federale de Lausanne, Lausanne, Switzerland, 1996.
[22] G. J. Tearney, B. E. Bouma, and J. G. Fujimoto, “High-speed
phase- and group-delay scanning with a grating-based phase
control delay line,” Optics Letters, vol. 22, no. 23, pp. 1811–
1813, 1997.
[23] R. Huber, D. C. Adler, and J. G. Fujimoto, “Buﬀered Fourier
domain mode locking: unidirectional swept laser sources for
optical coherence tomography imaging at 370,000 lines/s,”
Optics Letters, vol. 31, no. 20, pp. 2975–2977, 2006.